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Abstract 
Confocal laser scanning microscopy (CLSM) was 
used in conjunction with in vitro cell culture to in-
vestigate cellular interactions with orthopaedic biomate-
rials. Transfected rat and human osteoblasts were seed-
ed on two potential isoelastic hip prosthesis materials, 
carbon fibre reinforced polyetheretherketone (PEEK) and 
epoxy. Titanium 318 alloy was employed as a control. 
Determination of the material surface contour, an im-
portant factor influencing cellular adhesion, proliferation 
and function, was performed using the industry standard 
Talysurf® and compared to analogous results obtained 
using the CLSM. The latter technique consistently gave 
higher values of material roughness but offers the advan-
tage that it can be used to correlate roughness with cell 
distribution on the same samples, whereas Talysurf® 
measurement of roughness requires clean rigid samples. 
Image analysis and processing , performed on cells after 
attachment and culture on the materials for 48 hours, 
provided cell morphology data. Cells cultured on titani-
um were larger, with a higher percentage of cytoplasm, 
than those grown on either of the other materials. The 
macroscopic surface of epoxy resulted in smaller cells 
with altered morphology, which orientated themselves 
along carbon fibres. In conclusion, we believe CLSM 
offers great potential for investigating the cellular inter-
actions of biomaterials involving minimal sample prepa-
ration, non-invasive optical sectioning of samples and 
minimal opportunity for generation of cellular deforma-
tion and sample preparation artefacts. 
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Introduction 
Prior to use in humans, biomaterials are routinely 
implanted in laboratory animals to assess long term bio-
compatibility (Riccio et al. , 1994). The cytocompatibil-
ity of these materials is screened in vitro, usually using 
material extracts in conjunction with cultured cells repre-
sentative of the implantation site. However, this method 
does not allow prediction of the direct contact interaction 
between the materials and cells. Surface topography can 
influence a number of cellular processes both in vitro 
and in vivo (Curtis and Yarde, 1964). Cells respond to 
the substrata through contact guidance (Dunn, 1982; 
Brunette, 1986; Curtis and Clark, 1992) and through 
surface chemistry and energy (Ratner, 1987). 
We examined the response of two immortalised os-
teoblast lines to direct contact with biomaterials. FFC 
cells, originating from neonatal rat calvaria and THO 
cells, from human adult jaw bone, were grown on tita-
nium-6Al-4V (Ti-6Al-4V) and two potential orthopaedic 
biomaterials, carbon fibre reinforced polyetherether-
ketone (PEEK) and epoxy. Examination of the initial 
cellular interaction during direct contact between osteo-
blasts and materials may provide more significant and 
relevant data than a multitude of biochemical extraction 
tests. Cellular adhesion influences every subsequent 
response (Sinha et al., 1994) such as spreading, prolife-
ration and biosynthetic behaviour. 
The availability of immortalised differentiated stable 
osteoblast cell lines for testing the biocompatibility of 
orthopaedic materials will be of considerable value. 
Their use avoids the requirement to isolate and charac-
terise primary cultures for each set of biomaterial evalu-
ations, and enables us to evaluate and compare the reac-
tions of several materials on cells from the same donor. 
We have previously compared the responses of primary 
and immortalised rat osteoblasts and primary human 
osteoblasts to the toxicity of nickel chloride, and to 
exposure to extracts of both carbon fibre reinforced 
PEEK and epoxy (Macnair et al., 1996). We found that 
immortalised osteoblasts provided a good model system 
for biocompatibility studies. The immortalised cells 
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contain stable alkaline phosphatase achv1ty which is 
inducible by 1,25-dihydroxy vitamin D3 and by dexa-
methasone to a similar extent as is the activity in pri-
mary cells. The immortalised cells also secrete collagen 
I (Macnair, unpublished data). Based on these observa-
tions, the immortalised cells appear to have retained and 
to express osteoblast phenotype, and their use in the 
field of biocompatibility and regulation of osteoblast 
function is likely to expand. 
The concept behind cementless total hip arthroplasty 
(THR) is of direct anchorage between bone and the pros-
thesis. The long term stability of the implant is deter-
mined by the initial interaction between the material and 
bone cells. Fibrous ingrowth, which leads to stable 
fixation, is necessary for this union to occur therefore 
material properties which affect cellular adhesion and 
proliferation will be of vital importance in determining 
the long term stability of the implant in the host bone. 
Although conventional optical microscopy of cells 
grown on materials has been performed previously 
(Puleo and Bizios, 1992; Martin et al., 1995), confocal 
laser scanning microscopy (CLSM) can offer consider-
able advantages (Piattelli et al., 1993, 1994). Cells and 
materials can be examined with water immersion lenses 
and CLSM allows non-invasive serial optical sectionin~ 
unlike analysis with transmission electron microscopy 
(TEM), which requires specimens to be mounted in 
methyl-methacrylate prior to sectioning using an ultrami-
crotome. Furthermore, sample preparation for CLSM 
is simple, requires less time, causes fewer artefacts and 
reduces out of focus blur in images compared to conven-
tional light microscopy. These advantages, along with 
powerful image analysis and processing capabilities, ren-
der CLSM a useful additional imaging technique for de-
termining initial cellular adhesion on, and interaction 
with biomaterials. 
Materials and Methods 
Isolation and culture of cells 
Primary rat osteoblasts were obtained from the cal-
varia of 24-hour-old neonatal rats by a modification of 
a published method (Hinderman et al., 1974). Briefly, 
frontal, parietal and occipital regions of the calvariae 
were excised, washed with Tris buffered saline (TBS), 
minced and incubated for 90 minutes with a 1: 1 mixture 
of 0.25% (weight/volume, w/v) trypsin and 0.02% (w/v) 
versene (both from Gibco BRL Life Technologies, Pais-
ley, Scotland). Cells were harvested at 700 g for 8 min-
utes, suspended in Dulbecco's modification of Eagle's 
medium (DMEM, Gibco) supplemented with 10% (v/v) 
foetal calf serum (FCS), and seeded in 35 mm Petri 
dishes at a density of 2 x l<t cells/cm2. 
Primary human osteoblasts derived from adult jaw 
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bone were provided by Dr. David B. Jones, Philipps 
Univ., Marburg, Germany. These were routinely grown 
in Ham's F-10 medium supplemented with 10% FCS 
and 50 mg/1 L-ascorbic acid (Sigma, Poole, Dorset, 
U.K.). 
Transfection procedure 
Transfection was carried out on both cell types at 
passage 4. The plasmid used was pUK42 (10.9 kb) 
which consists of the complete simian virus 40 (SV 40) 
genome, except for a 6 bp deletion at the origin of repli-
cation, ligated to pRSVneo, which contains the gene 
coding for neomycin resistance. 
A confluent 75 cm2 flask was split 1:3 one day prior 
to transfection. Plasmid at a concentration of 100 
J.tg/106 cells was introduced using calcium phosphate 
precipitation (Graham and van der Eb, 1973). Primary 
rat and human osteoblasts were incubated with pUK42 
for 16 and 4 hours, respectively. The monolayer was 
washed with serum free medium to remove the precipi-
tate before growth medium was replaced. After 4 fur-
ther passages, the presence of SV40 large T antigen was 
detected by immunofluorescence, proving that the cells 
were expressing the SV40 DNA. After transfection, the 
immortalised rat osteoblasts were called FFC cells and 
the immortalised human cells THO cells. ' 
Material preparation 
All materials were examined as discs 16 mm in di-
ameter and 3 mm thick. The control material, Ti-6Al-
4V (from IMI Titanium Ltd., Birmingham, U.K.) was 
machined in the Bioengineering Unit and presented to 
the cells with the original fine machined surface. The 
test materials, carbon fibre reinforced PEEK and epoxy, 
were supplied by the Department of Aeronautical Struc-
tures and Materials, The Royal Institute of Technology, 
Stockholm, Sweden. Titanium was cleaned in an ultra-
sonic cleaner for 30 minutes in I 0% Decon 90 (Decon 
Laboratories, Hove, Sussex, U.K.). All materials were 
sterilised with 70% ethanol for 18 hours, followed by 
treatment with phosphate buffer saline (PBS) containing 
100 units/ml penicillin and 100 J.tg/ml streptomycin for 
24 hours. The discs were washed in sterile medium 
(DMEM or Ham's F-10) and placed in a 9 em diameter 
Petri dish. Twenty-five milliliter cell suspension at 2.5 
x 1<t cells/ml was introduced, and the dish was incu-
bated for 48 hours at 37°C, in 95% air, 5% C02• Discs 
were removed, washed for 10 minutes in PBS with 
supplements as before and fixed overnight with 10% 
buffered formalin, prior to staining with 0.1% w/v 
ethidium bromide (Sigma) in PBS for 5 minutes. Exam-
ination was immediately carried out using the CLSM. 
Biomaterial and osteoblast interactions 
Figure 1. Scanning electron micrographs of the biomaterials. (a) control material Ti-6Al-4 V; (b) polyetheretherketone 
(PEEK); (c and d) epoxy at different magnifications. Bars = 100 I-'m (in a and c) and 10 I-'m (in b and d). 
Microscopic evaluation 
Scanning electron microscopy (SEM) examina-
tion. Examination of blank discs was carried out with a 
scanning electron microscope (JEOL 840A, Tokyo, 
Japan). Both PEEK and epoxy were gold coated prior 
to examination. Titanium was simply attached to a 
specimen holder using conductive tape and carbon paint. 
CLSM examination. After staining with ethidium 
bromide for 5 min, individual discs were attached to a 
60 mm Petri dish with medical grade adhesive tape. Dis-
tilled water was added to submerge the discs, preventing 
cellular dehydration, prior to examination with a 
(x25/0. 75 N.A.) water immersion lens and the 488 nm 
excitation line from an argon ion laser. Two dichroic 
mirrors, one centred at 510 nm, which rejects reflected 
incident light, and the other centred at 580 nm, were 
used in conjunction with 2 photomultipliers and 2 long 
pass filters (514 and 590 nm) to split fluorescent emis-
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swn. 
Fields were randomly selected for morphological 
examination and image analysis. Image field depth was 
determined before collection of images at 1 I-'m intervals 
using both channels. After data collection, processing 
was carried out using the dedicated computer. Separate 
stacks were first reconstructed then superimposed to 
produce a single image with extended focal depth con-
sisting of a pseudocolour image from each channel. 
Discs without cells were imaged in reflection using 
the 514 run line and a single dichroic mirror set at 580 
run. Using channel 2, which accepts wavelengths below 
580 nm, and a 514 run long pass filter, most of the fluo-
rescence would be rejected. The photomultipliers were 
set to give full range, i.e., 0-255 over the image stack 
and a "TOPO" (CLSM Software Reference Manual, 
Leica Lasertechnik GmbH, Heidelberg, Germany) recon-
struction performed which expresses height as bright-
ness. A further subroutine gave values of surface 
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roughness; these were compared to values obtained from 
Talysurf® (Rank, Taylor & Hobson, Leicester, U.K.) a 
standard mechanical surface roughness measuring de-
vice. Talysurf® measurements were carried out by tech-
nicians in the Metrology Laboratory, Strathclyde Univer-
sity. Basically, surface roughness is determined using 
a pointer which follows surface contour (similar to the 
stylus of a record player). 
Image analysis measurements were obtained through 
use of a random window subroutine which enabled out-
lining of cells or nuclei with a trackerball, before deter-
mination of the enclosed area in arbitrary units. The 
area of the nucleus was visualised by the ethidium bro-
mide staining, and the area of the cytoplasm both by 
ethidium bromide stammg and autofluorescence. 
Measurement of the cell compartment areas were 
reproducible to within 5%. 
Results 
Material examination 
Figure 1 presents the SEM observations of material 
surfaces; Ti-6Al-4V alloy (Fig. 1a) exhibited a flat sur-
face although multiple scratches were present. These 
scratches were analysed using a Talysurf® and also esti-
mated by CLSM (Table 1). They appeared much deeper 
with CLSM than Talysurf®. Irrespective of which meth-
od was used to estimate the surface, titanium was much 
smoother than PEEK, where pits, cracks and other 
anomalies were observed (Fig. 1b). Epoxy, observed 
under low power magnification (Fig. 1c), had a basket 
weave surface caused by orientation of the carbon fibre 
reinforcement. Estimated depth of the troughs was 
approximately 9 J.Lm (Table 1). This was approximately 
14 times rougher than the surface of PEEK and 60 times 
that of titanium. At higher magnification (Fig. 1d), the 
epoxy coating over individual carbon fibres could be 
visualised. The gap between fibres was estimated using 
CLSM to be approximately 15 J.Lm. 
Surface roughness 
Surface roughness data, compiled by Talysurf® and 
CLSM for measurement of square average peak to 
trough height, are shown in Table 1. With PEEK and 
epoxy, CLSM roughness estimates were approximately 
25% higher than those of Talysurf®. Analysis of titani-
um presented very different results with CLSM estima-
tion around two and a half times higher than Talysurf®. 
Cell material interaction 
CLSM examination of FFC cells and THO cells 
grown on the three materials for 48 hours are presented 
in Figures 2 and 3, respectively. With each material, 
green fluorescence was observed from the upper layers 
of the materials along with some autofluorescence from 
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(Figures 2 and 3 on facing page) 
Figure 2. Confocal laser scanning micrographs of FFC 
osteoblasts grown on titanium (a), PEEK (b) and epoxy 
(c). Bar = 10 J.Lm. 
Figure 3. Confocal laser scanning micrographs of THO 
osteoblasts grown on titanium (a), PEEK (b) and epoxy 
(c). Bar = 10 J.Lm. 
the cells. Cells grown on titanium (Figs. 2a and 3a) 
were well spread and demonstrated no particular orienta-
tion. However, a number of giant cells were noted in 
preparations from both rat and human cells . Cellular 
interaction with PEEK (Figs . 2b and 3b) exhibited inter-
esting characteristics. Instead of spreading, FFC cells 
clumped together, forming discrete colonies. Again, 
there was no evidence of cellular orientation, and FFC 
cells were observed growing across carbon fibres (Fig. 
2b). On the fmal material, epoxy, which has character-
istic macroscopic surface morphology, both cell types 
aligned along the carbon fibres (Figs . 2c and 3c) . 
Image analysis 
Data concerning the sizes of the nuclear and cyto-
plasmic compartments of 50 THO cells were collected 
from each material (Table 2) and analysed using Mann-
Whitney's Confidence Interval and Test to establish sta-
tistical significance (Mini tab for Windows Software, ver-
sion 10.1). This compares a specified area, i.e., nu-
cleus or cytoplasm, on every material with every other 
material. Results of the statistical comparison are sum-
marised in Table 3. Nuclear areas were significantly 
different (p < 0.05) on all combinations of material 
with the exception of PEEK/titanium. Cytoplasmic area 
assessment proved significantly different (p < 0.05) on 
every material. A similar analysis was attempted using 
FFC cells, however, after the 48 hour incubation period 
on materials, the osteoblasts were in direct contact with 
each other making image analysis impossible. 
Discussion 
Criteria for successful prosthetic hip implantation 
include material biocompatibility, intimate apposition and 
functional dissipation of forces from load on the prosthe-
sis to the underlying bone. This principle of optimal co-
existence between implant and bone is defined as osseo-
integration and has been widely accepted for a long 
time. The surfaces of orthopaedic implants, as discussed 
by Ratner in 1987, govern their interactions with osteo-
blasts, which in turn, determine the stability of the bone/ 
implant interface via their influence on the production of 
an osteoid matrix. This is particularly important for the 
development and improvement of cementless orthopaedic 
Biomaterial and osteoblast interactions 
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Table 1. Data obtained by Talysurf® and CLSM 
analysis of material surfaces. 
Analysis Method CLSM 
%age 
Material Talysurf® (J.tm) CLSM (J.tm) diff. 
Titanium 0.153 ± 0.021 0.547 ± 0.021 +257.5 
PEEK 0.617 ± 0.061 0.795 ± 0.074 +28.9 
Epoxy 9.067 ± 0.330 11.180 ± 1.602 +23 .3 
Values are mean ± standard deviation of n = 6 CLSM, 
n = 3 Talysurf®. Measurements represent Ra (average 
peak to trough height). 
Table2. Data from image analysis ofTHO cells grown 
on the various materials. 
Material Area Mean ± SD 1 Mean ratio2 
Titanium Nucleus 535.3 ± 362.4 
Titanium Cytoplasm 1329.1 ± 568.5 0.403 
PEEK Nucleus 443 .8 ± 129.6 
PEEK Cytoplasm 978.4 ± 363.3 0.454 
Epoxy Nucleus 333.2 ± 123.1 
Epoxy Cytoplasm 587.3 ± 281.9 0.567 
1Values (arbitrary units) are mean ± SD, where n 
50. 
2Mean nuclear/cytoplasm ratio . 




Titanium versus PEEK 
Titanium versus Epoxy 
PEEK versus Epoxy 
Cytoplasm 
Titanium versus PEEK 
Titanium versus Epoxy 








Data are from THO cells. Statistical comparison was by 
ANOV A (analysis of variance) followed by Mann-
Whitney; p < 0.05. 
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implants as discussed earlier. Surface factors contribut-
ing to this biological response include implant material 
chemistry, energy and topography. Many aspects of 
surface topography are important in the biological per-
formance of materials, e.g., wettability, electric charges, 
and the effects of cleaning and sterilisation procedures. 
In addition, cellular adhesion and spreading in vitro are 
influenced by interactions between the materials and ad-
sorbed medium and serum components. This is also the 
case in vivo. Polymers are currently being examined be-
cause their material properties can be specifically altered 
to improve both biocompatibility and biofunctionality. 
We used CLSM to provide data on surface micro/ 
macrostructure and to examine cellular response on three 
distinct materials. With regard to effects on cellular res-
ponse, two distinct variables are associated with the ma-
terials: differences in chemical composition and surface 
structure. It has been shown previously that microma-
chined surfaces can control cell orientation and locomo-
tion in vitro (Brunette et al., 1983), and enhance or 
inhibit cell migration in vivo (Chehroudi et al., 1989). 
When FFC and THO immortalized cell lines were 
cultured on the control material, Ti-6Al-4V, they were 
significantly larger than when cultured on either of the 
other materials. Sinha et al. (1994) cultured primary 
human osteoblasts on the same material and also found 
large cells which were better spread than on other mate-
rials examined, which included tissue culture polystyrene 
and CoCrMo. This increased cell size may mean that 
cytoskeletal organisation is at a more advanced stage on 
this material, possibly due to conditioning biomolecules 
present in the serum being attracted to titanium alloys in-
herent in the surface oxide layer (Keller et al., 1990). 
Alternately, the larger cells could be a cell type other 
than osteoblasts, which are present in the population and 
adhere well to the titanium. 
We found that both FFC and THO immortalized os-
teoblasts cultured on the surface of epoxy mimicked a 
phenomenon also seen with epithelial cells (Brunette, 
1986), fibroblasts and polymorphonuclear leukocytes 
(Wilkinson et al., 1982) on a variety of micromachined 
materials. Although the cell numbers were not quanti-
fied, proliferation appeared to be improved when com-
pared to the other materials, possibly as a result of in-
creased cellular attachment, as discussed by Bowers et 
al. (1992). The 9 Jlm deep and 12 J.tm wide troughs 
present on the epoxy surface caused an alteration in 
cellular morphology. This may have resulted in in-
creased proliferation, as there is evidence to suggest cell 
shape is involved both in regulating cellular functions 
such as matrix protein production and in proliferation 
(Folkman and Moscona, 1978). It is possible that con-
tact guidance on micromachined surfaces increases the 
chance of stable implant integration, as surface topog-
Biomaterial and osteoblast interactions 
raphy can affect mineralisation (Brunette, 1988). How-
ever, the affect of topography and roughness appears de-
pendent on cell type. Work performed by Rich and 
Harris (1981) showed that fibroblasts preferred smooth 
surfaces unlike macrophages, which preferentially col-
onised rough areas. More detailed experiments must be 
performed on epoxy and other materials, under varying 
roughness/topological conditions, in order to determine 
whether the material itself or its surface properties cause 
these characteristic cellular responses . 
When FFC cells divided on PEEK, they formed a 
discrete colony, an observation sometimes made on tis-
sue culture polystyrene. THO cells also spread and pro-
liferated on the PEEK disc as if growing on tissue cul-
ture polystyrene. Similar cellular responses have been 
observed on tissue culture plastic and PEEK previously 
when UMR 106.01 osteoblast-like cells, isolated from a 
rat osteogenic sarcoma, were allowed to attach before 
analysis by SEM (Hunter et al., 1995). 
Our material investigations were aimed at comple-
menting existing in vitro cell culture techniques for bio-
compatibility testing recommended by ISO 10993-5, in 
vitro method (ISO, 1991). CLSM has tremendous po-
tential for investigating cell morphology on materials and 
infiltration into materials; using immunofluorescence, the 
synthetic behaviour of cells on materials can be readily 
assessed, too. Availability of powerful image analysis 
software will enable quantification of cell volume, in 
addition to areas of intracellular compartments. 
CLSM overestimated PEEK and epoxy material sur-
face roughness by about 25% when compared to Taly-
surf® analysis, but the titanium results were overesti-
mated by 250%. We believe this occured because not 
all of the signal from the CLSM was coming from re-
flection. Some was coming from a fluorescence compo-
nent, and this was unexpected especially from titanium. 
Narrow pass filters were not available for the photomul-
tipliers to minimise this. However, if CLSM could esti-
mate surface roughness accurately then its non-contact-
ing nature would provide several important benefits. 
Talysurf® requires a pointer to track over material sur-
faces . This method works well on clean and rigid mate-
rial but has serious limitations when either a soft mate-
rial such as polythene is under test, or when a solid ma-
terial such as PEEK has biological material present on 
its surface. Instead of the needle passing across the sur-
face and determining contour, it would rip the material 
if it was too soft, or become clogged with biological 
material. Both scenarios would produce erroneous re-
sults. CLSM, however, because of its non-contacting 
nature can easily determine contour of soft materials . 
Roughness of solid samples can also be quantified after 
cell growth and proliferation has occured, and this 
would be useful to correlate surface properties of mate-
77 
rials directly to their biocompatibility. 
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